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Abstract 

Knowledge of soot volume fraction is important to a 
wide range of combustion studies in microgravity. 
Laser-induced incandescence (LII) offers high sensitiv- 
ity, high temporal and spatial resolution in addition to 
geometric versatility for real-time determination of soot 
volume fraction. Implementation of LII into the 2.2 sec 
drop tower at The NASA-Lewis Research Center along 
with system characterization is described. Absolute 
soot volume fraction measurements are presented for 
laminar and turbulent gas-jet flames in microgravity to 
illustrate the capabilities of LII in microgravity. Com- 
parison between LII radial intensity profiles with soot 
volume fraction profiles determined through a full-field 
light extinction technique (Greenberg, P.S. and Ku, 
J.C., Comb, and Flame 108:227-230 (1997)) are also 
reported validating the accuracy of LII for soot volume 
fraction measurements in a microgravity environment. 

Introduction 

Determination of soot volume fraction (f v ) is 
important due to the wide range of combustion 
processes in which soot is found ranging from diffusion 
to premixed flames, laminar to turbulent processes and 
homogeneous to heterogeneous combustion. In addition 
to representing incomplete combustion and an un- 
wanted pollutant when emitted from flames, the pre- 
sence of soot also affects other physical and chemical 
properties of combustion. Low soot loadings (<1 ppm) 
within flames can make a contribution comparable to 
gaseous radiative emission [1]. High soot loadings can 
cause the radiative heat release to be greater than 30% 
of the total enthalpy of combustion [2]. Radiative heat 
loss from the flame will lower the flame temperature 
which in turn alters the chemical kinetics [3]. The 
presence of soot also alters the oxidation rates of 
combustion intermediates apart from a temperature 
effect. Soot acts as a sink for key CO oxidizers such as 
OH and O causing increased CO emission levels from 
flames [4]. The radiative emission from a flame can 
also affect its propagation. Liquid fuel vaporization 
and solid fuel pyrolysis reactions are the first steps in 


flame spread along liquids and solids and are critically 
dependent upon soot radiation [5,6]. 

Microgravity offers unique opportunities for studying 
both soot growth and the effect of soot radiation upon 
flame structure and spread [7]. Spatial scales and resid- 
ence time scales are greatly extended in 0-g facilitat- 
ing soot growth studies. With the varied geometries, 
short duration microgravity test times and time-varying 
processes, there is demand for measurement of f v with 
high spatial plus temporal resolution and sensitivity. 

LII has advanced f v measurements in many 1-g 
combustion processes. By virtue of its high sensitivity, 
geometric versatility and temporal capability, LII offers 
many advantages compared to traditional techniques 
for measurement of f v as demonstrated by application 
of LII to internal combustion engines [8,9], laminar 
[10-16] and turbulent gas-jet diffusion flames [14,17], 
rich premixed flames [11] and droplet combustion [18]. 
Since the LII signal can be created with a 10 ns dur- 
ation laser pulse and signal collection in an imaging 
mode can be achieved within the same timescale, the 
technique possesses high temporal capability. The 
spatial resolution is determined by the imaging optics 
used and laser sheet thickness and with commercially 
available lenses and CCD arrays, can be better than 
0.1 mm The geometric versatility of LII arises from the 
ability to orient a laser sheet at various angles relative 
to the detection (imaging) axis and combustion 
process. With suitable spectral filtering or use of 
excitation wavelengths not detected by common photo- 
cathode materials, heterogeneous combustion proc- 
esses do not present scattered laser light interferences. 

In contrast to the advantages offered to combustion 
studies by a microgravity environment, advanced diag- 
nostics, specifically pulsed laser diagnostics have been 
limited due to equipment size, weight and power 
limitations in a low-gravity environment. Reported here 
are the first demonstrations of LII performed in a low- 
gravity environment provided by the NASA-Lewis 
2.2 sec drop tower facility. Examples shown include 
laminar gas-jet diffusion flames of acetylene/nitrogen, 
ethane, a turbulent gas-jet diffusion flame of acetylene 
and vortex formed by a transient propane gas-jet flame. 
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Experimental 

Experiments were performed in the 2.2 sec drop 
tower facility at NASA-Lewis. Experiments are 
contained within packages measuring 16x33x38 in. 
(WxLxH) with maximum weight of 350 lb. Release of 
the package into free-fall yields a low-gravity duration 
of ~2.2 sec during which peak accelerations of ~10^ g 
are experienced. Peak decelerations of 15 to 30 g occur 
during 0.2 sec. A detailed description is available 
elsewhere [19]. 

To enable LII, light from a pulsed Nd:YAG laser 
was delivered via a 35 m long section of high OH- 
content, 1000 jim core diameter (30 Jim cladding 
thickness) optical fiber to the drop package from the 
laser resident on the top floor of the drop tower. The 
jacket of the optical fiber consisted of black PVC with 
Kevlar-strengthening fibers. A special high power 
SMA-905 input connector was vital to coupling of the 
pulsed laser light into the optical fiber. Laser light at 
532 nm from a short cavity, pulsed Nd:YAG laser 
manufactured by Big Sky Laser Inc., was coupled into 
the optical fiber using a 200 mm focal length plano- 
convex BK-7 lens. The combined coupling efficiency 
of laser light into plus transmission through the 35 m 
optical fiber was roughly 75%. 

Figures 1(a) and (b) illustrate top and side views of 
the drop rig layout respectively. The divergence of the 
laser light at 532 nm emerging from the optical fiber is 
reduced by a 50-mm diameter, 100-mm-focal-length 
fused silica spherical lens placed ~40 mm after the 
fiber. A sheet is formed using a 125-mm focal length, 
50-mm round cylindrical lens. Only the central 30 mm 
of the light sheet, representing the most uniform inten- 
sity, is used for creating the LII images detected by the 
intensified gated array camera. A dichroic mirror follow- 
ing the cylindrical lens allowed for precise placement 
of the light sheet through the flame centerline. A beam 
dump collected the laser light after the burner thereby 
eliminating scattered laser light. With an incident 
energy of 10 mJ and estimated beam sheet width of 
400 Jim, the laser intensity was roughly lxlO 7 W/cm 2 . 

LII images were detected by a ruggedized Xybion 
ISG-250 ICCD camera through a bandpass interference 
filter transmitting 400-450 nm. A glass lens used at f/8 
fitted with a 10 mm extension tube provided a field-of- 
view of 30 mm. A custom electronics module provided 
power to the camera from the rig batteries and coupled 
the video and related timing signals out from the ICCD 
camera and gate pulse into the camera intensifier. 
Natural flame luminosity was detected by a Sony 
XC-77 black and white camera or a Sony XC-999 color 
video camera. 

Figure 2 illustrates the equipment and signals 
layout. Video signals from both cameras were 
transmitted though FM (6 MHz bandwidth) video 
transmitters attached to the drop rig, a dual fiber-optic 
video cable running between the drop rig and FM video 
receivers located on the top floor of the drop tower. The 


LII signal was recorded on a Beta video tape while the 
natural flame luminosity was recorded on SVHS video 
tape. Synchronization of the laser, camera intensifier 
gate and camera video signal was achieved using 
custom electronics to detect the top-of-frame pulse on 
each video frame and provide a trigger pulse to a delay 
generator. The delay generator in turn triggered the 
laser and provided an inverted TTL pulse to serve as 
the gate pulse for the ICCD camera intensifier. The 
pulse was delivered through a 35 m length of BNC 
(RG58) cable connected to the camera control unit 
aboard the drop rig. A frame-grabber digitized data for 
subsequent analysis. 

Drops were initiated by loading a computer program 
into an onboard data acquisition/control system. This 
unit also controlled solid state relays to deliver power 
to the spark ignitor, cameras, and gas solenoid. A 
prebum prior to the drop ensured fuel within the gas-jet 
nozzle and confirmation of all systems working. Upon 
package release into free-fall, an electrical circuit was 
opened to provide a rising edge TTL trigger to initiate 
fuel delivery and ignition. 

Comparison of pixel intensities between the LII 
images of the prebum (in 1-g) and those in 0-g allow 
assessment of the relative changes in f v . Spatial loc- 
ations within the flames for these comparisons are 
indicated in the results section. A calibration of the 
digitized LII intensity with camera intensifier gain was 
performed in 1-g using the complete system for laser 
light delivery, image detection, video recording and 
subsequent digitization. This calibration provides a 
means of relating LII intensities of different flame 
systems to a reference flame system with known f v 
previously determined via light extinction [20]. 

Laminar gas-jet diffusion flames were established 
on a 1.1 mm i.d. Nozzle with approximately a 30° 
outside edge taper. The burner for the turbulent gas-jet 
diffusion flame utilized a 0.51 mm i.d. nozzle 
(length/diameter >20) with a coannular pilot diffusion 
flame. In each case a regulator and fine control valve 
were adjusted against a mass flow meter to deliver a 
known fuel flow rate. The acetylene flow through the 
central gas-jet tube was 1.0 slpm giving a Reynolds 
number of 4250 while the acetylene flow for the 
laminar coannular pilot flame was roughly 10 seem. 

Results and Discussion 
LII System Response 

Figure 3 illustrates the measured system depen- 
dence upon LII intensity. To test this dependence, a 
laminar steady-state gas-jet flame of ethylene was 
established in 1-g supported on the same 1.1 mm I.D. 
burner nozzle with a fuel flow rate of 48 seem. The 
signal excitation and detection were setup as if the 
measurements were being performed in low-gravity. 
Consequently, the graph represents the results of an 
end-to-end test of the LII signal detection, transmit- 
ting and processing equipment which includes the 
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intensified camera, the video fiber-optic transmitter 
plus receiver, beta recorder and the frame-grabber used 
for digitization of the video signal. With a fixed cam- 
era intensifier gain typical of that needed for LII 0-g 
measurements, the LII intensity reaching the camera 
was varied by placing calibrated neutral density filters 
in the detection optical path. Within the resulting 
digitized LII image, a region-of-interest (ROI) was 
defined containing 624 pixels within the flame tip 
where a rather spatially uniform fv distribution (less 
than 20% spatial intensity variation) was observed. 
The average pixel intensity within this region was then 
calculated. Since the LII intensity incident upon the 
camera photocathode varied as. 

Signal (det ) = C * LII * 10 (_ND) 

where C is a constant, a semi-logarithmic plot of 
Signaled.) versus N.D. filter value should be linear 
provided all subsequent signal processing is linearly 
dependent upon the LII signal. This is observed in 
Fig. 3. The error bars represent one standard deviation 
of the ROI average intensity. Even if the curve were 
nonlinear, it would still provide a calibration curve for 
translating final digitized pixel intensities into relative 
LII intensities. The observed linearity allows straight- 
forward interpretation of LII intensities as proportional 
to f v . 

Camera gain calibration 

Lower LII signals arising from lower soot 
concentrations could be readily detected by increasing 
the camera intensifier gain. To establish the relative 
detection sensitivities at different intensifier gains, 
calibration measurements were performed. Again, the 
entire LII excitation/detection system was set up as if 
to perform low-gravity measurements. LII images of a 
laminar steady-state flame of ethylene (48 seem flow 
rate) were acquired using different intensifier gains. 
Neutral density filters maintained the signal intensity 
within the dynamic range of the detection system. 
Analysis of a ROI (620 pixels) near the tip of the flame 
provided an average LII intensity for the particular gain 
setting. Comparison of the relative LII intensities cor- 
rected for the neutral density filter attenuation provided 
a relative measure of the detection sensitivity at the 
different gain settings (higher intensifier gains corre- 
spond to smaller readout values). To facilitate com- 
parison, the relative values were normalized by the LII 
average intensity measured with the lowest practical 
gain setting. These results are shown in Fig. 4. The 
error bars were calculated assuming Poisson statistics 
with the standard deviation calculated as the square 
root of the average LII pixel intensity. These limits 
were found empirically to well encompass the variation 
observed in the average LII intensity calculated within 
the ROI. 


Although the semi-logarithmic plot conveniently 
illustrates the range of detection sensitivities, there is a 
physical basis for this method of plotting. Because the 
photon detection event is described by a Poisson dis- 
tribution [20] and the intensifier amplification process 
is exponential [21], with a linear detection system, the 
detected signal intensity would be expected to scale 
exponentially with the intensifier gain provided no 
saturation of the electron multiplication process 
occurred within the microchannel plate, coupled phos- 
phor screen or CCD pixel well. As Fig. 4 shows, using 
the intensifier, more than a 1000-fold increase in 
detection sensitivity can be achieved relative to that at 
a gain setting of 4.70. Based on soot volume fractions 
of about 15 ppm for a laminar acetylene/nitrogen 
mixture in 1-g detected using a gain of 4.70, Fig. 3 
predicts a detection sensitivity of nearly 0.01 ppm. 

Validation of LII 

To verify the validity of the LII measurements as 
representative of f v , LII radial intensity profiles are 
compared with those derived from a full-field extinc- 
tion method for a laminar gas-jet flame of 50/50 
nitrogen/acetylene (volume/volume). The light extinc- 
tion results have been reported previously [22]. The 
axial positions were chosen to illustrate different 
spatial and intensity variations in f v and are indicated 
in Fig. 5. Three radial pixel rows of the LII image were 
averaged together for better signal-to-noise thus giving 
a spatial resolution of 0.25 mm. Each LII profile was 
also corrected for attenuation by soot between the LII 
image plane and camera. To convert the relative LII 
intensities to f v , each LII radial profile was multiplied 
by a scaling factor which was determined by the ratio 
of the summed LII intensity from all three radial 
profiles to the radially summed f v s from all three axial 
positions. As can be seen from Fig. 5, good agreement 
is observed between the LII measurements and those 
derived from extinction where both the relative spatial 
variations and intensities are similar. While previous 
tests of LII have shown it to yield accurate relative 
measurements in 1-g by comparison with light extinc- 
tion and gravimetric sampling, these results are the 
first tests validating LII as a diagnostic for f v in 0-g. 

Additional Demonstrations 
Laminar gas-jet flame 

Figure 6 shows LII images obtained from a gas-jet 
diffusion flame in 1-g and 0-g. In each case, the ethane 
fuel flow rate was 70 seem with resulting Reynolds 
number of 200. Due to buoyancy-induced instabilities, 
the normal gravity flame frequently flickered, con- 
sequently a representative image was chosen. As 
clearly seen in Fig. 6(a), buoyant acceleration over- 
comes the divergent cold-gas flow causing radial 
confinement of the flame. With soot oxidation proceed- 
ing inward towards the flame centerline, soot on the jet 
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centerline is oxidized last resulting in the steeple 
shaped soot distribution at the flame tip. With buoyant 
acceleration eliminated in 0-g, the initial divergence of 
the exiting fuel flow is largely preserved resulting in a 
flame spatial extent determined much more by 
stoichiometric requirements than in 1-g. Similar to the 
laminar gas-jet flame of the 50/50 nitrogen/acetylene 
mixture, absence of buoyant entrainment leads to an 
increase in the spatial extent of soot inception and 
growth. Despite the fuel abundance within the central 
core of the flame, a combination of insufficient fuel 
pyrolysis products and diminished temperatures relative 
to 1-g likely inhibit soot formation reactions along the 
axial streamline resulting in the absence of soot at the 
flame tip. 

Although the flicker observed in 1-g causes 
variation in peak f v (ranging from 0.3 to 0.6 ppm in the 
tip of the flame), the ratio of the 0-g to 1-g f v is 
roughly 3 based on a comparison of LII intensities. 
This example also illustrates the sensitivity of LII as 
the radially integrated f v -pathlength product is 6.7xl0~ 7 
cm yielding a transmittance of 0.95 using Ke = 4.9 
from Dazell and Sarofim [25]. Such a high transmit- 
tance is marginally detectable using unstabilized HeNe 
lasers and biased photodetectors and 8-bit digitization. 
On the basis of the camera gain calibration curve, 
approximately a factor of 30 higher sensitivity (or a 
factor of 30 lower f v ) is achievable using a camera 
gain of 4.40 compared to 4.575 as was presently used. 
Such a high transmittance is likely undetectable even 
using sensitive lock-in detection of absorbance which 
possesses a practical limit of roughly 0.1% absorbance 
sensitivity with RC timeconstants on the order of 100’s 
of msec. 

Turbulent gas-jet flame 

Figure 7(a), perhaps the best illustration of the 
temporal plus spatial capabilities of LII and its geo- 
metric versatility, shows a LII image from a turbulent 
acetylene gas-jet flame in 0-g with Reynolds number of 
4250. Figure 7(b) is a contour plot of Fig. 7(a). 
Absolute soot volume fractions were calculated based 
on the LII image intensity in the turbulent flame 
relative to that of the reference flame system using the 
camera intensifier calibration curve of Fig. 4. Even 
using a detection gate of 500 ns to ensure capture of 
the LII signal, temporal frequencies of greater than 1 
MHz can be frozen. As determined using a replica of 
the 1951 Air Force test pattern, the spatial resolution is 
-5 line pairs/mm allowing spatial structures of 0.1 mm 
to be resolved. 

Vortex visualization 

Figure 8(a) is a LII image of soot within a vortex 
formed by propane fuel issuing from a gas-jet nozzle 
while Fig. 8(b) is a contour plot of Fig. 8(a). Based on 
the relative pixel intensities and camera gain calibra- 
tion curve, absolute f v s were assigned to the intensity 


contours derived from Fig. 8(a). The central bulge is 
due to the initial jet momentum while the side recircul- 
ation regions result from air entrainment into the shear 
layer. Initiation of fuel flow and subsequent ignition 
were performed in low -gravity (after package release 
from the “music” wire). The nominal jet Reynold’s 
number was 330 based on the nozzle ID of 1 . 1 mm and 
flow rate of 70 seem. The higher f v in the recirculation 
regions is sensible as fuel parcels in these regions 
experience extended times at elevated temperatures 
promoting pyrolysis processes and soot growth. 
Visualization of the transient vortex and resolution of 
the steep spatial gradients requires the temporal and 
spatial capabilities of LII. 

Conclusions 

Combustion processes exhibit rather different fea- 
tures in microgravity compared to normal gravity. 
With the elimination of buoyancy-induced convection, 
both flame shape and f v differ substantially compared 
to the same fuel/bumer system in normal gravity. The 
sensitivity, temporal and spatial capabilities in addi- 
tion to geometric versatility enable LII to reveal the 
soot volume fraction regardless of these differences. 
Validation of LII for f v determination in 0-g was 
demonstrated by comparison of LII radial intensity 
profiles with radial f v s derived via extinction for a 
laminar gas-jet flame of acetylene/nitrogen in 0-g. 
Application of LII to a laminar gas-jet diffusion flame 
of ethane demonstrates the high sensitivity of LII. 
Imaging of f v in a turbulent gas-jet diffusion flame of 
acetylene and vortex formed by a transient propane 
gas-jet flame illustrate the high temporal and spatial 
capabilities of LII. Spatial and concentration differ- 
ences of f v in 1-g and 0-g environments is readily 
illustrated by comparison of the LII images. 
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Figure 3. — Average LI I pixel intensity versus neutral 
density filter value (ND) preceding the LI I camera. 
See text for details. 



Gain (arb. units) 


Figure 4. — Camera intensifier gain calibration curve. 
Note that higher intensifier gains correspond to 
smaller values of the gain setting. 
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Radial Distance (mm) 

Figure 5. — Radial intensity profiles for a 50/50 acety- 
lent/nitrogen (volume/voiume laminar gas-jet flame 
in both 1 -g and 0-g. Comparison is made between 
the Lll signal instensity and f v values derived from 
a full-field light extinction method discussed else- 
where (ref. 22). See text for details. 



Figure 6. — Lll images of a laminar ethane gas-jet 
diffusion flame in 1 -g and 0-g. The burner nozzle is 
1 1 mm below the picture bottom (but not observ- 
able in the Lll image). Ruler spatial scale is in mm. 



Figure 7. — (a) Lll image of soot within the oxidation 
region of a turbulent gas-jet flame of acetylene, 
(b) Contour plot of (a) with f v values given in ppm. 
The image bottom is 1 00 mm above the burner 
nozzle. The ruler spatial scale is in mm. 


Figure 8. — (a) Lll image of a vortex formed during initial 
formation of a laminar gas-jet flame of propane in 0-g. 
(b) Contour plot of (a) with f v values given in ppm. 
Both fuel flow and ignition were initiated in 0-g. The 
nominal steady-state fuel flow rate was 70 seem. The 
burner nozzle is 1 1 mm below the picture bottom (but 
not observable in the Lll image). The ruler spatial 
scale is in mm. 
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